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THERARS S Cleaning Instructions:
Complete Cair Boot

Cleaning

e« Remove the air bladder. Use hospital-approved disinfectant or household
antimicrobial cleaner/disinfectant.

e Padding can be laundered by hand or on gentle cycle with mild soap. If hand
washing, squeeze between towels to remove excess water. Line dry thoroughly
before use. Avoid using chlorinated products, such as bleach.

e Reinsert the air bladder.

e Straight bleaching, scrubbing, machine washing, tumble drying, or autoclaving
are not recommended.

If you have a specific protocol that our suggested cleaning doesn't fall under, please

let us know, and we can determine if it will negatively affect the life of the product.
The product should be cleaned between patients and as heeded during use.
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